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Acoustic energy transfer (AET) technology has drawn significant industrial attention recently. This paper presents the reviews of
the existing AETs sequentially, preferably, from the early stage. From the review, it is evident that, among all the classes of wireless
energy transfer, AET is the safest technology to adopt. Thus, it is highly recommended for sensitive area and devices, especially
implantable devices. Though, the efficiency for relatively long distances (i.e., >30mm) is less than that of inductive or capacitive
power transfer; however, the trade-off between safety considerations and performances is highly suitable and better than others.
From the presented statistics, it is evident that AET is capable of transmitting 1.068 kW and 5.4W of energy through wall and
in-body medium (implants), respectively. Progressively, the AET efficiency can reach up to 88% in extension to 8.6m separation
distance which is even superior to that of inductive and capacitive power transfer.
1. Introduction
In 1921,Nikola Tesla demonstrated a capacitive coupling pow-
ering system to turn on an electric bulb that was wirelessly
sandwiched between two capacitor plates [1]. That was the
first public demonstration of wireless power transfer (WPT).
Earlier, Tesla described the technical development ofWPT in
1914 [2, 3]. He provided sufficient proof for WPT to be a real
and elegant way of future wireless powering. Unfortunately,
the advancements made by Tesla were not conveyed by
the researchers until the 1980s [4–6]. After 1980, the WPT
started to experience its anticipated growth, however, rather
as wireless communication. In fact, the wireless mobile
communication which was pioneered by Tesla about 100
years ago revolutionized the electronics industry within three
decades after the kick-off commercialization [7]. Expectedly,
the idea of WPT in the context of high-level power transfer
came to our modern technology as a sequence. As a result,
since 2000, the development of WPT has been continued
by means of serious research. Now, WPT is an active area
for both research and commercial centric approach. WPT
offers several benefits, such as cord and battery elimination,
connector removal, integration of application boundary,
and modificationless system extension. Hence, WPTs are
considered as a promising future oriented industry. In fact,
in a recent work, the focus was to charge 30 smart phones
(1W) or five laptops (2.4W) simultaneously within 50 cm
surrounding wireless area [8]. This experience indicates the
rapid development trends of WPTs.
So far,WPT has four active branches—namely, inductive,
capacitive, microwave, and acoustic WPT [9]. Additionally,
optical WPT is emerging as a subclass of electromagnetic
WPT. Among all these, inductive WPT is widely practiced
and commercially available [10]. This WPT is enriched
with high efficiency, high power (30 kW), and relatively
long distance power transfer capability [11–13]. It is recently
reported that 5 to 7-meter separation distance between
receiver and transmitter is achieved by inductive WPT [14,
15]. Nevertheless, inductive WPT suffers from the coupling
misalignment and penetration losses [16]. Capacitive WPT,
on the other hand, is still in the developing stage of research
and development. Unfortunately, the inverse property of
Hindawi Publishing Corporation
International Journal of Antennas and Propagation
Volume 2016, Article ID 3072528, 14 pages
http://dx.doi.org/10.1155/2016/3072528
2 International Journal of Antennas and Propagation
capacitance with respect to distance limits the separation and
efficiency of this WPT. However, for short distance (<1mm)
it can achieve high power (>1 kW) transfer with reasonable
efficiency [17–20].
Microwave WPT can provide very high efficiency and
wide propagation area as well, due to their high energy
density penetration [21–23]. Again, opticalWPT is capable of
transmitting energy over long range (>km) [24, 25]. However,
optical WPT can offer 40–50% efficiency because of the two-
step conversion process, while microwave WPT can achieve
80–90%. Moreover, the line of sight imposes a drawback for
optical WPT whereas the microwave WPT suffers from the
generation of microwaves [26, 27].
Acoustic energy transfer (AET), unlike the aforemen-
tioned WPTs, transfers power by propagating energy as
sound or vibration waves. The propagated energy then
collected by a receiver which converts the vibration energy
to useful electrical energy [28]. To do so, piezoelectric
conversion termed as piezoelectricity is practiced so far. The
scope of this paper includes an overview of the existing
acoustic based energy harvesting technologies for low power
applications. The attempt to trace the trend of this WPT is
particularly focused in this paper by reviewing year-by-year
sequential developments.
The remainder of this paper is organized as follows:
Section 2 discusses the preliminary of AET technology.
Section 3 presents the existing AETs since the very beginning
of the introduction. Later, Section 4 presents the findings of
this review in several parameter contexts and Section 5 relates
to the remaining challenges. Lastly, Section 6 concludes this
paper with some prospective future agendas.
2. Acoustic Energy Transfer (AET) Technology
Thefirst demonstration of the piezoelectricity was discovered
by P. Curie and J. Curie back in 1880 [29]. However, that
demonstration was limited to the electricity generation in
respect to an applied stress. Later in 1881, along with Gabriel
Lippmann, Curie brothers confirmed the converse effect of
piezoelectricity. Thus, the mechanical to electrical and elec-
trical to mechanical conversion was established [30]. Since
then, this reversely convertible effect has been a key to many
modern technologies [31, 32]. Mason attached significant
contribution in the sequence of piezoelectric developments
by providing a generalized equivalent circuit which has been
widely used up to date [33]. Piezoelectricity has been used
in power sources, sensors, actuators, piezoelectric motors,
reduction of vibrations and noise, fertility treatment, surgery,
and more [34].
2.1. Fundamental Outline of AET. The existence of the AET
is not new; in fact, the history of using acoustics is as old as
the musical instruments. However, the twofold application
of the AET to transmit power specifically is new. As men-
tioned earlier, AET has two-sided operation, the transmit-
ter (primary side) and receiver part (secondary side). The
transmitter processes a given energy, mainly electrical power
through a converter, and executes the effect of it by vibrating
Driver
Transmitting PZT Receiving PZTMedium
LoadRectifier
Figure 1: Fundamental schematic of AET technology.
the active area [35]. It can be termed as effective electrical to
mechanical conversion. The vibration immediately creates a
resonance in the incorporated medium area and propagated
in omnidirectional fashion (either air for open influence or
material for other cases that varies depending on the type).
The propagated power is then collected by a receiving trans-
ducer and converted to useful electrical power [36]. Figure 1
presents the basic methodology of AET. It is important to
mention that the medium can be air, metal, in-body, or even
liquids.
2.2. Benefits of AET. AET can be advantageous in several
manners. Most important of all, it uses sound or vibration
as energy propagation medium. Hence, it is considered as
the safest WPT compared to others. In addition, it does not
suffer from misalignment and possesses higher penetration
depth (10–20 cm in tissue) due to the frequency range
below 10MHz. Additionally, there are several conditions
where electrical power or signal needs to be transmitted
through an enclosed metallic wall. Conditionally, the use of
electromagnetic radiation or RF is not appreciable in this
situation for their attenuation impact. For instance, to sense
the pressure leak and to avoid the infection of the container of
theMars Sample ReturnMission, it requires wireless sensors.
There is another incident where the solution is required to
communicate with the crews in a marine structure without
affecting its configuration. Again, in a nuclear plant where
the physical access is prohibited or in modern composite
materials (carbon-fiber epoxy) that are used in military or
aircrafts or packaging of food or beverage, for these casesAET
is more appropriate due to its nonelectromagnetic features
[37–40]. Furthermore, AET is not restricted to the frequency
band and energy propagation direction.Hence, AET is highly
suitable for liquid or liquid based environment (animal tissue,
flesh) [41, 42]. Therefore, AET is suitable for both wall-
through and in-body power transfer.
3. Developments of AET
Thefirst attempt to transmit wireless energy through acoustic
technique was proposed by Cochran et al. in 1985 [43]. In
this proposal, acoustic energy was transferred to an internally
fixed plate inside body to treat the bone.The earlier proposals,
respectively, tend to use the invasive treatment which are
not convenient. A PZT-5 material based 36 × 6 × 1mm
internal fixation plate was fabricated and operated under 1–
10MHz frequencies.The experiment successfully showed the
potential of AET. The in vivo experiment confirmed 600mV
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output voltage and up to 100 𝜇A average output current with
10mW of the peak power density.
Later, the experiment was conveyed for practical imple-
mentation [44]. From the experiment it was found that
an ultrasonic transducer with frequency of 2.25MHz, 10–
20V of input, and output of >10mW/cm2 can generate up
to 20𝜇A with rectification. In some cases, the generated
current exceeds 1mA range. However, both of the afore-
mentioned works focused on the internal healing purposes.
Nevertheless, since then, numerous attempts are being taken
to harvest wireless energy by AET.
A wall-through power transfer and data communication
was introduced by Connor et al. in 1997 [45]. In that method,
two coaxially aligned piezo transducers (primary and sec-
ondary) were attached as face-to-face fashion; between them
a solid wall was placed. A driver circuitry was applied
to generate ultrasonic vibrations by the primary PZT and
propagated through the wall. The vibration was collected by
the secondary PZT and converted back to electrical power.
To maintain the simultaneous power delivery, a MOSFET
was placed to the secondary PZT. The ON-OFF state of
the MOSFET influenced the acoustic impedance of the
secondary PZT and that effect is collected by the primary
PZT. Hence, it maintained the constant power and data
delivery. However, the statistical data were not included.This
work was later followed by two closely related works [46, 47].
Two crucial works were done on this acoustic projection
by Kawanabe et al. and Suzuki et al. in 2001 and 2002,
respectively [48, 49]. In these works, they showed that the
acoustic energy transfer (AET) is highly suitable for in-body
implants. For the first work, they introduced wearable device
prototype which has a one-chip microcomputer to verify the
size and energy consumption statistics of the device. This
prototype was able to transmit data by acoustic wave with
250 kbps in bidirectional fashion that is equivalent to that of
system using electromagnetic waves. On the other hand, the
later work focused on both transmitting power and informa-
tion. To achieve that, the proposed design consisted of two
piezo oscillators; one of them collects information from a
living body and delivers it to the outside receiver. Maximum
20% efficiency was achieved by both of the proposals in a
30mm separation distance, using 1MHz optimal frequency.
Successively, a prototype of 36% efficiency was developed by
the next year [50].
In 2003, Hu et al. proposed a system model to transmit
energy through metal wall [51]. The work examined the
feasibility of transmitting power through a sealed wall or
armor. Till now, the work is considered as the basic analytical
investigation through wave equations for elastic thickness-
stretchmode.This investigation usedmathematicalmodeling
to form the proposal. From the numerical analysis, it is
evident that the output voltage can reach over 0.6V and
0.4V with load impedance of 10Ω and 40Ω, respectively.
However, this work did not consider the effect of diffraction
for wave propagation. In addition, the trade-off between
head and tails mass is not beneficial in the context of
loss. Hence, the practical implementation of the proposal is
difficult to achieve.
In corporation with aforementioned model, Sherrit et al.
proposed a developed model for feed-through applications
[52]. This electromechanical model permits both wireless
data and power transmission in a sealed container. The
model extends the effect of the dielectric, piezoelectric, and
mechanical losses in the considered sealed wall. In addition,
the earlier model by Hu et al. was simulated by following
the parameters mentioned. However, to prove the practical
validation of the proposal, the model was resimulated by
consideringMotorola 3203HDmaterial properties and inves-
tigating PZT-8 for thickness data. In fact, in the following
year, the real prototype was developed to evaluate the prac-
tical feasibility [53]. From the simulated investigation it is
evident that approximately 70% efficiency can be achieved
by the proposal. However, the practical prototype could
only account for maximum of 53% efficiency. The authors
concluded that 100W electricity can be transmitted with
0.2m diameter plates. Nevertheless, the efficiency can be
improved by increasing the mechanical loss factor of the
considered wall.
In 2007, several works on the wall-through power trans-
mission were projected [54]. Among these, [55] accounts for
maximum 88% efficiency in a 38mm to deliver 100W of
electricity. In extension, Bao et al. and Sherrit et al. improved
the earlier proposal by transmitting 1 kW power through
metallic wall [56, 57]. They have transmitted the power
with significant efficiency as well which is 87-88% by using
24.5 kHz frequency. However, [58] achieved maximum 35%
efficiency, whereas no statistical data were included in [59].
To deliver power in conductive envelopes, Kluge et al.
[54, 60] introduced and examined a similar model to Sherrit
et al. A metallic envelope of 5mm thickness was used as the
wall to outside in power and data transfer. The model was
capable of transmitting 30mW of power with 80% efficiency
and 1 kb/s of data in the thickness mode at 741 kHz to 3MHz.
Additionally, accelerated life testing was performed for 800
hours at 100∘C to test the long termperformance of the system
which can validate the targeted investigation value of 100,000
hours [61].
Hu et al. presented a solution to transmit energy through
a thin metal wall using two isolated piezoelectric transduc-
ers [62, 63]. They considered several normalized boundary
conditions and solved the open circuit and closed circuit
stage of the proposal with synchronized switch harvesting on
inductor (SSHI). In extension, the authors modeled a storage
circuit considered for inner use of a sealed vessel. From the
analysis, it is evident that the peak output power can meet
the barrier of over 6W. However, the complexity of adding a
rectifier in nonlinear analysis is avoided here.
Yang et al. [64] suggested a theoretical analysis to
transmit energy through a three layered elastic wall and
configured 3D linear piezoelectricity equation to 1D equation.
By numerical analysis, they proved the functionality of the
proposal. For evaluation, they used pure resistor and complex
impedance as load. From the investigation, they suggested
that fundamental resonant frequency may not offer the best
output but rather depends on several performance criteria.
Again, asmaterial, iron, aluminum, and lead were considered
for designing the model. The materials showed different
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characteristics which affected design performances along
with the load impedance of the output circuit.
Neasham et al. [65, 66] suggested a system to transmit
power and data up to 80mm thick steel marine vessel
walls. They introduced electromagnetic acoustic transducers
(EMATs) to resolve the limitation of PZT transducer in
corroded and contaminated surfaces. The system offered
10mW power transmission with 0.25% efficiency where the
expected efficiency can be increased to 1% through 25mm
steel wall.
For implantable devices, it requires to satisfy several
issues. Firstly, the device and containing package have to be
biocompatible. Again, the device should be able to harvest
energy in the biological environment. And lastly, the receiver
of the package should be efficient to transform acoustic
energy to electric energy. In summary, the offered package
has to be not harmful at all. In 2010, P.-J. Shih and W.-P. Shih
designed a fabricated AET model for implementable device
[67]. To offer the biocompatible features, they used cohesive
gel as package material. Additionally, to extract energy in
the biological environment, Young’s modulus of the package
material was ensured to be lower than that of muscular
tissue. Aluminum was selected due to the light weight for the
antenna material. The device (cubic package) was designed
with the dimensions of 10 × 10 × 5.5mm3, with the radius of
5mm (spherical package).The dominant frequency of 35 kHz
was selected to crop the best performance. In a nondelivery
mode, the device can recharge a 25 𝜇 J battery by 18.1minwith
power range of 1.23mW. Nevertheless, this paper described
top to bottom fabrication process with considerable results.
A relative comparison between ultrasonic and induc-
tive wireless power transfer was presented by Denisov and
Yeatman in 2010 [68]. The two techniques were modeled
and evaluated by simulation. From the simulation results,
it is evident that for smaller distance between transmitter
and receiver, inductive wireless power transfer performs 81%
efficiency while acoustic energy transfer accounts for only
39%. These efficiencies were counted for larger receiver size;
however, for smaller size, ultrasonic WPT draws 8.8% and
0.2% compared to 3.4% and 0.013% efficiencies of inductive
wireless power transfer. The latter efficiencies are for a tiny
receiver of 10mm. Herein, in the context of transmitter-
receiver distances, ultrasonic wireless power transfer shows
better results. However, the results were not confirmed in
practical environment.
Ozeri and Shmilovitz showed the feasibility of AET to
transmit power over 40mmrange distances [69]with level up
to several hundreds ofmW. To do so, they designed a circular
piezo transducer of 15mm indiameter and 3mm in thickness.
They set acoustic impedance of 30.7MRayls, matching layer
of 1.82 g/cm3, and Young’s modulus of 23GPa. From the
experiment, 27% power transfer efficiency can be achieved
at 673 kHz operating frequency with power density of less
than 94mW/cm2 in the lossy environment. In addition,
receiver power control circuit can deliver 88.5% rectification
efficiency.
In the very next paper in the same year, Ozeri et al.
proposed the improved version of the aforementioned power
transfer model [70]. They tuned the operating frequency to
650 kHz and increased the penetration depth to 50mm from
40mm.They kept the power level unchanged but remodeled
the device dimension to 15mmdiameter and 5mm thickness.
The tuned arrangements provided better performances. It
increased the transfer efficiency to 39.1% with 5mm distance,
while possessing 17.6% at 40mm distance with 45mW power
level. Additionally, power rectification efficiency was also
increased to 89% to the implanted load side.
Transmitting energy through air is one of the highly diffi-
cult challenges, mainly, due to the infinite resistance property
of the open air. However, it has interesting and constructive
applications, specially, in mobile devices charging, reducing
the weight of the cable slabs, and, most importantly, in
biomedical low power implants. Roes et al. intended to solve
this challenge by using ultrasound to convey energy through
open air [71]. They modeled the system dimensions and cal-
culated effect of attenuation, total achievable energy transfer
efficiency. The investigation suggested that maximum 53%
efficiency is achievable with the operated model. However,
the measured efficiency is as low as 16%. Again, the achieved
output power was within microwatt range, 37 𝜇W, due to the
low capability of the applied transducer.
Shigeta et al. presented a fundamental Mason’s equivalent
circuit based power transfer technique by using a commercial
transducer [72]. This work was the extension of the earlier
work reported in [73] and intended to use under water
conditions. The maximum losses caused by the transducer
due to the acoustic reflection between the transducer and
water impedance are mismatched. By ANSYS simulator the
system model was designed and evaluated. The operating
frequency of 1.2MHz was selected with a matched input
impedance of 50Ω. It is shown from the evaluation that the
transmission efficiency can be improved up to 50.4–54.5%.
A 4.4 𝜇Wultrasonic based receiver circuit was designed with
transmission capability over free air at 43 kHz operating fre-
quency [74]. The operating range of the device was recorded
8.6mwhich ismaximumso far. 65 nmCMOS technologywas
used to fabricate the prototype of 0.6V.
An interesting attempt was proposed by Maleki et al.
to operate an implantable microoxygen generator (IMOG)
by ultrasonic power [75]. Hence, AET was used as the
power source. The proposal was modeled and fabricated
accordingly. The authors presented in vitro, ex vivo, and
in vivo properties of the proposed system. An ultrasonic
transmitter with a dimension of 1.2mm× 1.3mm× 8mmwas
operated by a sinusoidal wave 50V
𝑝−𝑝
produced maximum
output current at resonance frequency of the PZT which is
2.3MHz for in vitro characterization. However, 6 V output
can be achieved even within transmitter-receiver distances
of 40 cm, while in vivo properties can deliver 20𝜇A current
compared to 300 𝜇A current of ex vivo properties. However,
in general, the proposal can meet current generation of
150 𝜇A with overall physical dimension of 12.48mm3.
The potential to drive a piezoelectric component by
delivering wireless power was investigated by Bhuyan et
al. [76]. The proposal was validated by theoretical and
experimental evaluation. From the evaluation, it was shown
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that maximum 2.72mWpower can be achieved with 0.0174%
energy conversion efficiency in respect to the input power
of 15.58W and electrode area of 2500 cm2. The piezoelectric
active area of 40mm2 was considered with the electrical load
of 1365Ω at 782 kHz operating frequency, whereas the worst
case power scenario occurred at approximately 773.2 kHz
operating frequency. A similar pattern was proposed by Lar-
son and Towe, but to stimulate the nerve wirelessly [77]. The
developed prototypewas able to generate current over 1mAat
1MHz operating frequency.The prototypewas implanted in a
test rat body and successfully showed the potential to harvest
energy with 10–150mW/cm2 energy density.
To get benefited from the combined configuration of
inductive and ultrasonic ones, Sanni et al. proposed a
multitier interface for deeply implantable devices [78]. The
inductive part of the system was designed with a carrier
frequency of 2MHz alongwith a driver and envelope detector
circuit. The piezo subsystem contains a driver circuit, power,
and signal conditioner circuits. This model can transfer 5W
power within 10mm distances with an efficiency of 83%.
However, for liquid conditions, themodel can transfer 29𝜇W
power within 70mm distances with 1% efficiency.
In the very next year, Ashdown et al. introduced an
ultrasonic based full duplex communication through wall
[79, 80]. A 25.4mm diameter piezo transducer was used
with resonant frequency of 1MHz. In the context of power
delivery, the results did not confirm any conclusion rather
than focusing on the data transmission. Later, Kural et al.
demonstrated an ultrasonic based power delivery approach
based on guided piezo plate waves [81]. This proposal can
transmit 12.7mW power through a 1.5mm thick aluminum
wall within 54 cm distance range which is considered to be
a long distance in this particular projection. This long range
is possible due to the 2D (guided) instead of 3D (omni)
wave propagation.The optimum operating frequency was set
to 35 kHz for 20V
𝑝𝑝
input while the transducer length was
varied from 40 to 80mm. However, the system efficiency
lies within 7.5% against 170mW input power which can be
improved by using higher driving voltage. This work was the
extension of the earlier reported work of guided ultrasonic
wave [82].
Leadbetter et al. proposed a power and signal delivery
system for implanted hearing aids [83]. 1-3 composite for-
mulation was used to develop the proposal composite of
lead magnesium niobate-lead titanate of dimension 1.2mm
× 5mm [84]. The model was tested in water environment
with a loaded transducer of 950Ω under operating frequency
of 1.07MHz. 60% better efficiency was offered by this model
which accounts for power transfer efficiency of 45%. In the
same proceedings, a biocompatible transducer was intro-
duced by Lee et al. using ultrasonic resonance method [85].
The manufactured transducer was of 50mm diameter. The
experiment was conducted under two types of medium,
water and tissue with penetration depth of 20mm to 50mm.
In water medium, the transducer performed with 55%
efficiency at 243 kHz operating frequency within a 10mm
distance which drops down to 35% at 100mm distance. How-
ever, in tissue environment at 290 kHz driving frequency,
the proposal carried 21% and 6.5% efficiencies within 23mm
and 34mm skin depth, respectively. The output power of
2.6mW was acquired with 18% efficiency in respect to
250 kHz frequency.
In recent times, specifically from 2014, research in acous-
tic energy harvesting technology has experienced significant
advancements. An ultrasonic based approach was modeled
by Denisov and Yeatman to harvest energy directly from
ultrasound rather than using a piezoelectric mechanism [86].
The key to do that is using micromechanical settings of a
receiving membrane, coupled to a discrete oscillator. The
membrane occupied area of 0.5mm2, thickness of 15 𝜇m,
and height less than 55 𝜇m and operated by an external
propagated wave of 200 kHz. The device was tested under
separations of 0–30mm, driving voltage of 10–20V
𝑝𝑝
, and
vibration amplitude of 9.6–9.9 𝜇mand themechanical ampli-
fication is in the range of 240–250. However, the work was an
extension of their earlier work [68].
Kim et al. investigated an electromechanical interrogation
scheme to be used in implantable devices [87]. To allow
the usage, a pressure sensitive inductor coil was used in
the fabricated prototype and tested under in vitro and in
vivo circumstances. The dimension of the prototype was set
to 40mm length and 8mm diameter. The active resonant
frequency of >350Hz was considered for usable transmis-
sion within 15 cm separation. In addition, the transducer
consumed 11.7W of power to generate 1𝜇W/mm2 output
power.However, 16 𝜇Wcanbe generated using 40mm2 active
piezo area with a maximum efficiency of 1.4 × 10−7. At
the same time, Leung et al. developed a prototype based
om AET system specifically for conductive media [88]. This
prototype was able to transfer 62W power through a 70mm
thick aluminum block with 74% efficiency, when operated
at the resonant frequency of 28 kHz. However, the marginal
efficiency lies within 85% to 63%, depending on the pickup
unit (combination of transducer and rectifier circuit) usage.
Mazzilli et al. acquired 105mm separation distances for
transmitting power wirelessly with 2.3% system efficiency
without the load application [89]. However, the efficiency
dropped down to 1.6% when a phantommodel was attached.
The active transducer area was defined as 30mm × 96mm for
transmitter and 5mm× 10mm for receiver and operatedwith
1MHz operating frequency. Besides, Shahab et al. designed
an energy harvesting model to produce acoustic energy
[90]. A spherical source was used to propagate wave energy
which was collected by a piezoelectric bar. The dimension
of the bar was of 6mm diameter, operated in 33-mode of
piezoelectricity and receiver and transmitter separation of
20mm. The open circuit resonance frequency was 47.7 kHz
whereas short circuit possessed 31.4 kHz.
In the same year, 2014, Lee et al. demonstrated an
ultrasonic WPT by using piezoelectric composite transducer
[91]. The system was intended to be used for powering brain-
machine interface system. The resonance frequency was set
to 250 kHz for both transmitter and receiver, whereas the
measured one was about 280 kHz. From the experiment,
it was shown that 55% and 50% efficiencies are achievable
within 1mm and 20mm distances, respectively, in water
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medium. In case of animal tissue, the applied input power
was recorded as 15.5mW and the achieved output power
was 2.6mW in response. Hence, the overall accomplished
system efficiency was about 18% within 18mm separation
distances. Again, 85mm separation distances were achieved
by Shmilovitz et al. for a noninvasive process [92].
Feng et al. introduced a complete system to harvest
passive ultrasonic energy through conductive environment
[93]. The prototype of the system was examined by System-
on-Chip (SoC) implementation in 0.5𝜇mCMOS technology.
The SoCdie areawas 3mm× 3mm.Theprototype transducer
and system occupied 380mm2 and 10mm2 area, respectively.
This device was able to transfer energy through 2mm thick
aluminum wall using 13.56MHz operating frequency while
consuming 22.3 𝜇W input energy. At the same time, Fang
et al. investigated the feasibility of delivering wireless energy
to an implanted device with the receiver separation of more
than 10 cm away from the tissue surface [94]. The use
of a commercial off-the-shelf (COTS) which is a 3.5MHz
diagnostic ultrasound technology was encouraged here. The
transducer of 0.6mm thickness, area of 1.1 cm2, and operating
frequency of 3.4MHz was set as device dimension. From
the interrogation results, it is seen that the highest recorded
voltage was 5.7 V found within 5mm separation with a
load of 10Ω. However, received power reduced to less than
1 𝜇W when the separation of 100mm was applied. The
omnidirectional powering by ultrasonic wave was focused by
Song et al. [95]. Frequencies of 1.15 and 2.3MHzwere selected
to operate the transducer with peak acoustic intensity of
720mW/cm2. Different receiver sizes employ distinguished
received power. 2.48, 8.7, and 12.0mW of electrical power
were achieved from 1 × 5 × 1mm3, 2 × 2 × 2mm3, and 2 ×
4 × 2mm3 sized receivers, with efficiencies of 0.4%, 1.7%, and
2.7%, respectively, within 20 cm distance.
Lee et al. designed ultrasonic transmitter and receiver
with the size of 30mm diameter and 3mm height [96].
Experimental efficiency of 22.6% was achieved through the
10mm skin tissue with 150mW of transferable power against
a load of 60Ω. The maximum efficiency was available at
the operating frequency of 1.05MHz where 1MHz was the
resonance frequency. A 60% efficiency is acquired by Leung
and Hu by simulation modeling [97]. The model success-
fully demonstrated 2W of power transfer through a 5mm
thick metal wall, using a 28 kHz piezoelectric transducers to
employ the conversion. Shahab et al. presented a spherical
acoustic approach to model a free-free transducer [98, 99].
The analytical model can transmit power to 30.2mm sepa-
ration distances.The peak power of 0.0294mW/(cm3/s2) and
0.0314mW/(cm3/s2) is recorded at 75 kHz and 79 kHz against
the applied load of 150 kΩ and 1.5MΩ.
Recently, a hybrid implantable ultrasonic based trans-
ducer is reported by Charthad et al. [100]. They developed a
prototype of 4mm × 7.8mm package size including a 2.5mm
antenna. The proposal can support 100 𝜇W of load power
while consuming 34.1% power. As a very latest work, a com-
plex microelectromechanical system is proposed by Jang et
al. for implant applications based on acoustic approach [101].
In another recent work, 33% of overall system performance is
found from an ultrasonic WPT system [102].
The findings from the aforesaid development report are
summarized in Table 1. In between 1985 and 2015 publication
year, the articles are reviewed. Several research databases are
used to find the reviewed papers on the specific projection.
Namely, IEEE explorer, Sciencedirect, IOP, and SPIE are used
most frequently. For rational comparison, several parameters
are taken into account. Among them, efficiency, power level,
and device area are considered as mostly imperative.
4. Discussion
From the aforementioned empirical review, it is clear that
the main application of the AET is in powering wall-through
systems and implants (implantable biomedical devices for
better clarification). For wall-through systems, themaximum
transferred power is found to be 1.068 kWwhich is practically
capable of powering ten 100W electric bulbs [56]. Surpris-
ingly, themaximum transfer efficiency of 88% is also achieved
by this work. However, the separation distance is quite small
which is 5mm. Nevertheless, this work already became the
threshold for benchmarking further works. In the context of
transmitter-receiver distance, the maximum value obtained
is 8.6m with 4.4 𝜇W of delivered power [74]. In addition,
37 𝜇W power is obtained through 1m separation with 53%
efficiency [71]. However, the value stands for air-through
instead of metal-through power transfer which is 70mm
in maximum. Titanium and aluminum are the preferred
material to be used as the separation wall.
Implantable biomedical devices usually require low
power to function, mainly lying within the mW power range.
Hence, most of the researches are focused on this power
limit. However, maximum transferred 5.4W power is found
in this projection with 36% efficiency. As the required active
area to propagate energy is small, therefore, the separation
distance is relatively small, andmaximum400mm is found as
separation distance.The efficiency of the proposals can reach
up to 50–81% for theoretical designs but, however, dropped
down to 45% for practical implementations.
Device size is a crucial parameter to satisfy for both
transfers: wall-through and implants. However, device size
can be compromised for the first one and thus can be
bulky if necessary. Yet, smaller size is much preferred. For
implants, it is necessary to be a small device and as tiny
as possible for receiver end. So far, less than 10mm2 is a
preferable size for the implanted receiver end. Beside the size,
the vibration mode of the piezo plate is also important to
determine. Thickness vibration is the dominant one so far
for the vibration mode. Hence, it can be applied for several
criteria, based on power demand. However, several attempts
of radical vibration mode are applied lately as well.
Different range of frequencies are used to design the
previously proposed AETs based on the type of applications.
High efficiencies are usually used for wall-through transfers.
Usually it takes the range of tens of kHz to 13MHz. Natu-
rally, intermediate frequencies are used for implant systems.
However, unlikely, one attempt of power transfer to implants
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Table 1: Deployment of the existing AET systems.
References Year Frequency Vibration mode Active range Efficiency% Power level Device area Application
Cochran et al. [43] 1985 2.25MHz Not specified Not specified Not specified 60mW 36 × 6 × 1mm3 Implants
Cochran et al. [44] 1988 2.25MHz Not specified Not specified Not specified 40 𝜇W–3.2W 5 × 5 × 0.9mm3 Implants
Kawanabe et al.
[48] 2001 Not specified Not specified 30mm 20 Not specified Not specified Implants
Suzuki et al. [49] 2002 1MHz Not specified 40mm 20 2.1W 30mm2 Implants
Suzuki et al. [50] 2003 100 kHz Thickness Not specified 36 5.4W 87 × 134 ×20mm3 Implants
Hu et al. [51] 2003 Not specified Thickness Not specified Not specified Not specified Not specified Wall-through
Sherrit et al. [53] 2006 Not specified Thickness 2.5mm 53 100W Not specified Wall-through
Kluge et al. [54] 2007 741 kHz Thickness 5mm 80 30mW Not specified Wall-through
Arra et al. [58] 2007 840 kHz Not specified 5–105mm 21–35 30–87mW Not specified Implants
Bao et al. [55] 2007 755 kHz Not specified 3.4mm (Ti) 88 100W Not specified Wall-through
Bao et al. [57] 2008 24.5 kHz Not specified 4.76mm (Ti) 87-88 1 kW Not specified Wall-through
Sherrit et al. [56] 2008 Not specified Not specified 5mm (Ti) 87-88 1.068 kW Not specified Wall-through
Shigeta et al. [73] 2009 4.2/3.15MHz Thickness 70mm 0.35 0.8mW Not specified Implants
P.-J. Shih and W.-P.
Shih [67] 2010 35 kHz Not specified 30–70mm Not specified 1.23mW
10 × 10 ×
5.5mm3 Implants
Denisov and
Yeatman [68] 2010 >1MHz Not specified 10mm 81, 39 Not specified Not specified Implants
Ozeri and
Shmilovitz [69] 2010 673 kHz Thickness 40mm 27 1W 9.75mm
2 Implants
Ozeri et al. [70] 2010 650 kHz Thickness 5mm 39.1 100mW 137.44mm2 Implants
Mazzilli et al. [126] 2010 1MHz Thickness 50mm Not specified ≈3mW 30 × 1.55mm2 Implants
Roes et al. [71] 2011 20.46 kHz Not specified 1m 53 37 𝜇W Not specified Air-through
Shigeta et al. [72] 2011 1.2MHz Thickness Not specified 50 Not specified 41.36mm2 Implants
Maleki et al. [75] 2011 2.3MHz Thickness 30–400mm Not specified ≈300 𝜇W 1.2 × 1.3 ×8mm3 Implants
Bhuyan et al. [76] 2011 782 kHz Thickness 40mm 0.0174 2.72mW 40mm2 Not specified
Larson and Towe
[77] 2011 1MHz Thickness 120mm Not specified 23mW 41.36mm
2 Implants
Sanni et al. [78] 2012 200 kHz Radical 70mm 1 8mW Not specified Implants
Yadav et al. [74] 2013 43 kHz Not specified 8.6m Not specified 4.4 𝜇W 1.2mm2 External
Sanni and Vilches
[107] 2013 200 kHz Radical 80mm 0.2 976𝜇W 10mm
2 Implants
Kural et al. [81] 2013 35 kHz Not specified 540mm (Al) 7.5 12.7mW 46 × 21 ×0.25mm Wall-through
Leadbetter et al.
[83] 2013 1.07MHz Not specified Not specified 45 Not specified 12 × 5mm
2 Implants
Lee et al. [85] 2013 250 kHz Not specified 23mm 21 ≈2.6mW Not specified Implants
Kim et al. [87] 2014 >350Hz Not specified 150mm 10−7 16𝜇W 40 × 8mm2 Implants
Leung et al. [88] 2014 28 kHz Not specified 70mm (Al) 74 62W Not specified Wall-through
Mazzilli et al. [89] 2014 1MHz Thickness 105mm 1.6 28mW 5 × 10mm2 Implants
Lee et al. [91] 2014 280 kHz Not specified 18mm 18 2.6mW 122.5mm2 Implants
Shmilovitz et al.
[92] 2014 720 kHz Thickness 85mm Not specified 35mW 15 × 3mm
2 Implants
Feng et al. [93] 2015 13.56MHz Not specified 2mm (Al) Not specified 22.3mW 3 × 3mm2 Wall-through
Fang et al. [94] 2015 3.4MHz Not specified 100mm Not specified 1 𝜇W 1.1 cm2 Implants
Song et al. [95] 2015 1.15–2.3MHz Not specified 200mm 2.7 12mW 2 × 4 × 2mm3 Implants
Lee et al. [96] 2015 1.05MHz Not specified 10mm 22.6 150mW 30 × 3mm2 Implants
Leung and Hu [97] 2015 28 kHz Not specified 5mm 60 2W 30 × 3mm2 Others
Shahab et al. [98] 2015 79 kHz Not specified 30.2mm Not specified Not specified Not specified Ambient
Charthad et al.
[100] 2015 30MHz Not specified <100mm Not specified 100 𝜇W 4 × 7.8mm
2 Implants
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(a) 1 kW power transfer through metal wall [56].
Reproducedwith author permission,©NASA2008. All
rights reserved
(b) 88% efficiency is achieved, transmitting 1 kW of
power [57]. Reproduced with permission, ©SPIE 2008.
All rights reserved
Figure 2: Implemented wall-through AETs. (a) 1 kW energy
through metal wall; (b) power delivery setup.
has used maximum 30MHz frequency. Nevertheless, the
preferable frequency range for implants is 1.3MHz and below.
Thedetails of the review are presented inTable 1. Additionally,
some implemented AETs are illustrated in Figure 2. The
findings from the review can be summarized in brief in
Table 2 while a comparison among three WPTs is presented
in Table 3.
In Figure 3, the advancements of the AETs are presented.
Efficiency, produced power, and separation distance are
considered as indicating parameters in respect to years. To
simplify the presentation, the values are counted according
to the years while the power, separation distances, and
efficiencies are used accordingly. From the figure, it is clear
that high frequencies cannot guarantee high efficiency or
high separation distances. In fact, the maximum 30MHz
frequency offered 60% efficiency with 2W power in the
receiver end. It is interesting that the maximum efficiency
of 88% is found for both 24.5 kHz and 840 kHz frequencies.
These two frequencies also produced maximum power of
1 kW and 100W. The frequency trend in Figure 3(b) suggests
that less than 1MHz is the preferable frequency range which
possesses better performances. In addition, Figure 4 confirms
that the less than MHz frequency range is highly suitable for
better efficiency and power.
5. Existing Challenges
AET, as a new technology, has a number of issues to be







































(b) Frequency versus received power
Figure 3: Advancements in AET in the context of efficiency,






























































Figure 4: Overall summary of the AET evaluation (values are taken
from lower to higher power accordingly).
projection, the existing challenges in the AETs can be defined
as follows.
5.1. Reflections. A propagated sound wave is significantly
affected by the reflection and, hence, results in the spatial
resonance and causes energy loss.This incident is particularly
important to be considered for AET, as it limits the opti-
mal location of the transmitter and receiver. Therefore, the
optimal configuration of the transducer needs to be chosen
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Wall-through 24.5 kHz–13.56MHz 1m 88 1.068 kW
Implants 35 kHz–30MHz 400mm 45 5.4W
Others 20.46 kHz–782 kHz 8.6m 20 2W








Acoustic 20.46 kHz–30MHz 8.6m 88 1.068 kW
Inductive 10.2 kHz–27MHz 7m 91 30 kW
Capacitive 20 kHz–15MHz 1mm 94.3 1.03 kW
carefully to reduce the effect of diffraction, attenuation, and
reflection losses.
5.2. Efficiency. As mentioned, for wall-through power trans-
fer, the efficiency reached 88%. However, for implantable
devices it still lies within 45%. Again, the generated value of
current in the receiver side is very low compared to voltage
generation. Hence, a converter can utilize the total power
generation. However, this step offers additional circuitry
and increased size. Nevertheless, guided sound waves can
increase the efficiency which also limits the position of the
transmitter and receiver.
5.3. Heating. Generated heat in the devices is another con-
cern to aid as the long term effect may be not favorable.
However, for low power application the heat generation lies
within the tolerable limit.
5.4. Effects of Prolonged Exposure. One additional effect of
AET that needs to be studied carefully is the possible effect
of prolong exposure to ultrasound. So far, there is no clear
evidence of effect on this particular projection [103–105].
However, it is predicted that the long term exposure to the
acoustic waves may cause significant damage to the human
tissue [106]. The cavitation and thermal effects influence this
damage. Specifically, the cavitation effect affects the skin cells.
Thermal effect, conversely, causes temperature increment
near or at the bones. Directed sound beam is the condition
for both cases. Therefore to avoid the possible consequences,
it is recommended to follow the safety regulatory instructions
from ultrasound diagnostic devices which are the closest to
this application. According to the instructions, the safety can
be generalized by mechanical index (MI) and thermal index
(TI) which imply acoustic intensity lower than 94mW/cm2
(in the tissue) and limit operating frequency to 100 kHz [92].
However, for generalization no clear instructions are available
so far.
There are several papers which have discussed challenges
of the AET considering different applications [50, 107–
125]. However, again, these works did not claim any clear
and precise conclusion, especially, for the prolonged exposure
of the devices.
6. Conclusions
The trade-off between safety considerations and performance
of the WPTs limits the boundary of the WPT topologies.
Hence, it became the focus point of current research trend
in this particular area. At this point of consideration, AET
can be a strong alternative for low power and small gap
applications. Based on the previous literatures, AET can
perform far better and safer when the generation of the
electromagnetic field is not allowed. In addition, the device
size is smaller compared to the other WPTs, in the context
of power and separation distances. Interestingly, AET has
already performed above 1 kW power range and achieved
88% efficiency and for deep tissue implants, it can deliver
power to 400mm depth which is sufficient. However, still the
received power can be improved, which in turn increases the
efficiency and reliability of the device.
Compared to inductive or even capacitive WPT, AET
is still in very early stage of deployment. However, AET
can be considered highly potential for the future generation
WPTs, as it draws the industrial consideration in recent times,
specifically, in the biomedical applications for the safety
features, as implantable devices or biocompatible devices or
even for body sensor networks.
The reviews of the previously proposed AETs are pre-
sented in this paper. To propose an acoustic based novel
power delivering system is the future agenda of this work.
Competing Interests
The authors declare that there is no competing interests
regarding the publication of this paper.
Acknowledgments
This work is partly supported by the Ministry of Higher
Education, Malaysia, and Universiti Malaysia Perlis, under
fundamental research grant scheme (FRGS 9003-00494),
10 International Journal of Antennas and Propagation
Government of Malaysia. Md Rabiul Awal is supported by
Malaysian International Scholarship (MIS) to pursue his
Ph.D.
References
[1] N. Tesla, Experiments with Alternate Currents of Very High
Frequency and their Application to Methods of Artificial Illumi-
nation, Wilder, Radford, Va, USA, 2008.
[2] N. Tesla, “Apparatus for transmitting electrical energy,” US
Patent 1,119,732, 1914.
[3] H. W. Secor, “Tesla apparatus and experiments—how to build
both large and small Tesla and Oudin coils and how to carry on
spectacular experiments with them,” Pract. Electr., vol. 1, 1921.
[4] J. I. Agbinya, Ed., Wireless Power Transfer, vol. 10, River
Publishers, Aalborg, Denmark, 2012.
[5] W. H. Ko, S. P. Liang, and C. D. F. Fung, “Design of radio-
frequency powered coils for implant instruments,”Medical and
Biological Engineering and Computing, vol. 15, no. 6, pp. 634–
640, 1977.
[6] W. F. House, “Cochlear implants,” The Annals of Otology,
Rhinology, and Laryngology, vol. 85, no. 3, part 2, p. 1, 1976.
[7] F. Cairncross,The Death of Distance: HowThe Communications
Revolution is Changing our Lives, Harvard Business Press,
Boston, Mass, USA, 2001.
[8] J. Gozalvez, “Advances in wireless power transfer [Mobile
Radio],” IEEE Vehicular Technology Magazine, vol. 10, no. 4, pp.
14–32, 2015.
[9] M. G. L. Roes, J. L. Duarte, M. A. M. Hendrix, and E. A.
Lomonova, “Acoustic energy transfer: a review,” IEEE Transac-
tions on Industrial Electronics, vol. 60, no. 1, pp. 242–248, 2013.
[10] A. Kurs, A. Karalis, R. Moffatt, J. D. Joannopoulos, P. Fisher,
and M. Soljacˇic´, “Wireless power transfer via strongly coupled
magnetic resonances,” Science, vol. 317, no. 5834, pp. 83–86,
2007.
[11] C.-S. Wang, G. A. Covic, and O. H. Stielau, “Power transfer
capability and bifurcation phenomena of loosely coupled induc-
tive power transfer systems,” IEEE Transactions on Industrial
Electronics, vol. 51, no. 1, pp. 148–157, 2004.
[12] C.-S. Wang, O. H. Stielau, and G. A. Covic, “Design consider-
ations for a contactless electric vehicle battery charger,” IEEE
Transactions on Industrial Electronics, vol. 52, no. 5, pp. 1308–
1314, 2005.
[13] E. Waffenschmidt and T. Staring, “Limitation of inductive
power transfer for consumer applications,” in Proceedings of the
13th European Conference on Power Electronics and Applications
(EPE ’09), pp. 1–10, Barcelona, Spain, September 2009.
[14] C. Park, S. Lee, G.-H. Cho, and C. T. Rim, “Innovative 5-m-
off-distance inductive power transfer systems with optimally
shaped dipole coils,” IEEE Transactions on Power Electronics,
vol. 30, no. 2, pp. 817–827, 2015.
[15] B. H. Choi, E. S. Lee, J. H. Kim, and C. T. Rim, “7m-
off-long-distance extremely loosely coupled inductive power
transfer systems using dipole coils,” in Proceedings of the Energy
Conversion Congress and Exposition (ECCE ’14), pp. 858–863,
Pittsburgh, Pa, USA, 2014.
[16] A. Kim,M. Ochoa, R. Rahimi, and B. Ziaie, “New and emerging
energy sources for implantable wireless microdevices,” IEEE
Access, vol. 3, pp. 89–98, 2015.
[17] A. P. Hu, C. Liu, and H. L. Li, “A novel contactless battery
charging system for soccer playing robot,” in Proceedings of
the 15th International Conference on Mechatronics and Machine
Vision in Practice (M2VIP ’08), pp. 646–650, Auckland, New
Zealand, December 2008.
[18] M. Kline, I. Izyumin, B. Boser, and S. Sanders, “Capacitive
power transfer for contactless charging,” in Proceedings of the
26th Annual IEEE Applied Power Electronics Conference and
Exposition (APEC ’11), pp. 1398–1404, Fort Worth, Tex, USA,
March 2011.
[19] D. C. Ludois, J. K. Reed, and K. Hanson, “Capacitive power
transfer for rotor field current in synchronous machines,” IEEE
Transactions on Power Electronics, vol. 27, no. 11, pp. 4638–4645,
2012.
[20] J. Dai and D. C. Ludois, “Wireless electric vehicle charging
via capacitive power transfer through a conformal bumper,” in
Proceedings of the 30th Annual IEEE Applied Power Electronics
Conference and Exposition (APEC ’15), pp. 3307–3313, Charlotte,
NC, USA, March 2015.
[21] W. C. Brown, “The history of power transmission by radio
waves,” IEEETransactions onMicrowaveTheory and Techniques,
vol. 32, no. 9, pp. 1230–1242, 1984.
[22] J. O. McSpadden and J. C. Mankins, “Space solar power pro-
grams andmicrowave wireless power transmission technology,”
IEEE Microwave Magazine, vol. 3, no. 4, pp. 46–57, 2002.
[23] A. Karalis, J. D. Joannopoulos, and M. Soljacˇic´, “Efficient
wireless non-radiative mid-range energy transfer,” Annals of
Physics, vol. 323, no. 1, pp. 34–48, 2008.
[24] D. E. Raible, D. Dinca, and T. H. Nayfeh, “Optical frequency
optimization of a high intensity laser power beaming system
utilizing VMJ photovoltaic cells,” in 2011 International Confer-
ence on Space Optical Systems and Applications, ICSOS’11, pp.
232–238, usa, May 2011.
[25] M. Cai and K. Vahala, “Highly efficient optical power transfer
to whispering-gallery modes by use of a symmetrical dual-
coupling configuration,” Optics Letters, vol. 25, no. 4, pp. 260–
262, 2000.
[26] M. R. Awal, M. Jusoh, T. Sabapathy, and M. R. Kamarudin,
“Assessment of wireless power transfer technology for emer-
gency power response,” in Proceedings of the 13th IEEE Student
Conference on Research and Development (SCOReD ’15), pp.
368–372, Kuala Lumpur, Malaysia, December 2015.
[27] M. P. Theodoridis, “Effective capacitive power transfer,” IEEE
Transactions on Power Electronics, vol. 27, no. 12, pp. 4906–4913,
2012.
[28] A. D. Pierce, Acoustics: An Introduction to Its Physical Principles
and Applications, Acoustical Society of America, Melville, NY,
USA, 1991.
[29] P. Curie and J. Curie, “Development, via compression, of electric
polarization in hemihedral crystals with inclined faces,”Bulletin
de la Societe Minerologique de France, vol. 3, pp. 90–93, 1880.
[30] P. Curie and J. Curie, “Contractions and expansions produced
by voltages in hemihedral crystals with inclined faces,” Comptes
Rendus, vol. 93, pp. 1137–1140, 1881.
[31] S. E. Fick, F. R. Breckenridge, C. E. Tschiegg, and D. G. Eitzen,
“An ultrasonic absolute power transfer standard,” Journal of
Research of the National Bureau of Standards, vol. 89, pp. 209–
212, 1984.
[32] A. J. Roberts and N. Y. Poughquag, “Ultrasonic power supply,”
U.S. Patent 4,973,876, 1990.
[33] W. P. Mason, Electromechanical Transducers and Wave Filters,
vol. 120 of Bell Telephone Laboratories Series, D. Van Nostrand
Company, Alexander Street Princeton, New Jersey, NJ, USA,
1948.
International Journal of Antennas and Propagation 11
[34] M. G. L. Roes, Exploring the potential of acoustic energy transfer
[Ph.D. dissertation], Technische Universiteit Eindhoven, Eind-
hoven, The Netherlands, 2015.
[35] R. Krimholtz, D. A. Leedom, and G. L. Matthaei, “New
equivalent circuits for elementary piezoelectric transducers,”
Electronics Letters, vol. 6, no. 13, pp. 398–399, 1970.
[36] B. Jaffe, Piezoelectric Ceramics, vol. 3, Elsevier, Philadelphia, Pa,
USA, 2012.
[37] R. B. Deo, J. H. Starnes, and R. C. Holzwarth, “Low-cost
composite materials and structures for aircraft applications,” in
Proceedings of the NATORTOAVTPanel Spring Symposium and
Specialists’ Meeting Loen, Loen, Norway, May 2001.
[38] M. Lin, A. Kumar, X. Qing et al., “Monitoring the integrity
of filament wound structures using built-in sensor networks,”
in Proceedings of the Smart Structures and Materials: Industrial
and Commercial Applications of Smart Structures Technologies,
Proceedings of the SPIE, pp. 222–229, San Diego, Calif, USA,
March 2003.
[39] K. K. Chawla, Composite Materials: Science and Engineering,
Springer Science & Business Media, Berlin, Germany, 2012.
[40] A. Juels, “RFID security and privacy: a research survey,” IEEE
Journal on Selected Areas in Communications, vol. 24, no. 2, pp.
381–394, 2006.
[41] S. Roundy and P. K. Wright, “A piezoelectric vibration based
generator for wireless electronics,” Smart Materials and Struc-
tures, vol. 13, no. 5, pp. 1131–1142, 2004.
[42] J. Lueke and W. A. Moussa, “MEMS-based power generation
techniques for implantable biosensing applications,” Sensors,
vol. 11, no. 2, pp. 1433–1460, 2011.
[43] G. V. B. Cochran, M. W. Johnson, M. P. Kadaba, F. Vosburgh,
M.W. Ferguson-Pell, and V. R. Palmieri, “Piezoelectric internal
fixation devices: a new approach to electrical augmentation of
osteogenesis,” Journal of Orthopaedic Research, vol. 3, no. 4, pp.
508–513, 1985.
[44] G. V. B. Cochran, M. P. Kadaba, and V. R. Palmieri, “External
ultrasound can generate microampere direct currents in vivo
from implanted piezoelectric materials,” Journal of Orthopaedic
Research, vol. 6, no. 1, pp. 145–147, 1988.
[45] D. J. Connor, G. F. Cummings, and M. J. Star, “Dynamo-
tive Canada Corporation. Acoustic transformer with non-
piezoelectric core,” U.S. Patent 5,594,705, 1997.
[46] R. P.Welle, “Ultrasonic data communication system,” US Patent
5,982,297, The Aerospace Corporation, 1999.
[47] R. P. Welle, D. Rowen, T. Rose et al., “Ultrasonic power
communication system,” U.S. Patent 6,037,704, 2000.
[48] H. Kawanabe, T. Katane, H. Saotome, O. Saito, and K.
Kobayashi, “Power and information transmission to implanted
medical device using ultrasonic,” Japanese Journal of Applied
Physics, vol. 40, no. 5, pp. 3865–3866, 2001.
[49] S. N. Suzuki, S. Kimura, T. Katane, H. Saotome, O. Saito, and K.
Kobayashi, “Power and interactive information transmission to
implanted medical device using ultrasonic,” Japanese Journal of
Applied Physics, vol. 41, no. 5, p. 3600, 2002.
[50] S.-N. Suzuki, T. Katane, and O. Saito, “Fundamental study of
an electric power transmission system for implanted medical
devices using magnetic and ultrasonic energy,” Journal of
Artificial Organs, vol. 6, no. 2, pp. 145–148, 2003.
[51] Y. Hu, X. Zhang, J. Yang, and Q. Jiang, “Transmitting elec-
tric energy through a metal wall by acoustic waves using
piezoelectric transducers,” IEEE Transactions on Ultrasonics,
Ferroelectrics, and Frequency Control, vol. 50, no. 7, pp. 773–781,
2003.
[52] S. Sherrit, M. Badescu, X. Bao, Y. Bar-Cohen, and Z.
Chang, “Efficient electromechanical networkmodel for wireless
acoustic-electric feedthroughs,” in Smart Structures andMateri-
als, pp. 362–372, International Society forOptics and Photonics,
2005.
[53] S. Sherrit, B. Doty, M. Badescu et al., “Studies of acoustic-
electric feed-throughs for power transmission through struc-
tures,” in Smart Structures and Materials: Industrial and Com-
mercial Applications of Smart Structures Technologies, vol. 6171
of Proceedings of SPIE, International Society for Optics and
Photonics, 2006.
[54] M. Kluge, J. Sabater, J. Schalk, L. V. Ngo, H. Seidel, and U.
Schmid, “Wireless sensing of physical parameters inside her-
metically enclosed conductive envelopes,” in Proceedings of the
ASME International Design Engineering Technical Conferences
and Computers and Information in Engineering Conference, vol.
47, pp. 353–359, American Society ofMechanical Engineers, Las
Vegas, Nev, USA, September 2007.
[55] X. Bao, B. J. Doty, S. Sherrit et al., “Evaluation of dermal
segment on viscoelasticity measurement of skin by rheometer,”
in Proceedings of the 14th International Symposium on: Smart
Structures and Materials & Nondestructive Evaluation and
Health Monitoring, vol. 6532 of Proceedings of SPIE, Interna-
tional Society for Optics and Photonics, San Diego, Calif, USA,
April 2007.
[56] S. Sherrit, X. Bao, M. Badescu et al., “1KW power transmission
using Wireless Acoustic-Electric Feed-through (WAEF),” in Jet
Propulsion Laboratory, National Aeronautics and Space Admin-
istration, C. A. Pasadena, Ed., pp. 1–10, ASCE American Society
of Civil Engineers, Earth and Space, Long Beach, Calif, USA,
2008.
[57] X. Bao, W. Biederman, S. Sherrit et al., “High-power piezo-
electric acoustic-electric power feedthru for metal walls,” in
Industrial and Commercial Applications of Smart Structures
Technologies, vol. 6930 of Proceedings of SPIE, International
Society for Optics and Photonics, March 2008.
[58] S. Arra, J. Leskinen, J. Heikkila¨, and J. Vanhala, “Ultrasonic
power and data link for wireless implantable applications,” in
Proceedings of the 2nd International Symposium on Wireless
Pervasive Computing (ISWPC ’07), pp. 567–571, San Juan,
Puerto Rico, February 2007.
[59] Z. Chang, X. Bao, B. J. Doty et al., “Power loss consideration
in wireless piezoelectric acousticelectric power feedthru,” in
Sensors and Smart Structures Technologies for Civil, Mechanical,
and Aerospace Systems 2007, 652942, Proceedings of SPIE,
International Society for Optics and Photonics, San Diego,
Calif, USA, April 2007.
[60] M. Kluge, T. Becker, J. Schalk, and T. Otterpohl, “Remote
acoustic powering and data transmission for sensors inside
of conductive envelopes,” in Proceedings of the IEEE Sensors
(SENSORS ’08), pp. 41–44, Lecce, Italy, October 2009.
[61] L. V. Ngo, M. Kluge, J. Sabater, J. Schalk, H. Seidel, and U.
Schmid, “Long-term performance of ultrasonic transducers
used for energy and data transmission,” in Proceedings of the
2nd European Conference & Exhibition on Integration Issues
of Miniaturized Systems-MOMS, MOEMS, ICS and Electronic
Components (SSI ’08), pp. 1–6, Barcelona, Spain, April 2008.
[62] H. Hu, Y. Hu, and C. Chen, “Wireless energy transmission
through a thin metal wall by shear wave using two piezo-
electric transducers,” in Proceedings of the IEEE International
Ultrasonics Symposium (IUS ’08), pp. 2165–2168, Beijing, China,
November 2008.
12 International Journal of Antennas and Propagation
[63] H. Hu, Y. Hu, C. Chen, and J. Wang, “A system of two piezo-
electric transducers and a storage circuit for wireless energy
transmission through a thin metal wall,” IEEE Transactions on
Ultrasonics, Ferroelectrics, and Frequency Control, vol. 55, no. 10,
pp. 2312–2319, 2008.
[64] Z. Yang, S. Guo, and J. Yang, “Transmitting electric energy
through a closed elastic wall by acoustic waves and piezoelectric
transducers,” IEEE Transactions on Ultrasonics, Ferroelectrics,
and Frequency Control, vol. 55, no. 6, pp. 1380–1386, 2008.
[65] J. Neasham, Through Metal Communications Technology RF
Device Acoustic Gateways, Newcastle University Extreme Tech-
nologies Programme, 2009.
[66] D. J. Graham, J. Neasham, and B. S. Sharif, “High bit rate
communication through metallic structures using electromag-
netic acoustic transducers,” inProceedings of theOCEANS 2009-
Europe, pp. 1–6, IEEE, Bremen, Germany, May 2009.
[67] P.-J. Shih and W.-P. Shih, “Design, fabrication, and applica-
tion of bio-implantable acoustic power transmission,” Journal
of Microelectromechanical Systems, vol. 19, no. 3, Article ID
5454378, pp. 494–502, 2010.
[68] A. Denisov and E. Yeatman, “Ultrasonic vs. inductive power
delivery for miniature biomedical implants,” in Proceedings of
the International Conference on Body Sensor Networks (BSN ’10),
pp. 84–89, Singapore, June 2010.
[69] S. Ozeri and D. Shmilovitz, “Ultrasonic transcutaneous energy
transfer for powering implanted devices,” Ultrasonics, vol. 50,
no. 6, pp. 556–566, 2010.
[70] S. Ozeri, D. Shmilovitz, S. Singer, and C.-C. Wang, “Ultra-
sonic transcutaneous energy transfer using a continuous wave
650 kHz Gaussian shaded transmitter,” Ultrasonics, vol. 50, no.
7, pp. 666–674, 2010.
[71] M. G. L. Roes, M. A. M. Hendrix, and J. L. Duarte, “Contactless
energy transfer through air by means of ultrasound,” in Pro-
ceedings of the 37th Annual Conference of the IEEE Industrial
Electronics Society (IECON ’11), pp. 1238–1243, Melbourne,
Australia, November 2011.
[72] Y. Shigeta, Y. Hori, K. Fujimori, K. Tsuruta, and S. Nogi,
“Development of highly efficient transducer for wireless power
transmission systembyultrasonic,” inProceedings of the 1st IEEE
MTT-S International Microwave Workshop Series on Innovative
Wireless Power Transmission: Technologies, Systems, and Appli-
cations (IMWS 2011), pp. 171–174, IEEE, Kyoto, Japan, May 2011.
[73] Y. Shigeta, T. Yamamoto, K. Fujimori, M. Sanagi, S. Nogi,
and T. Tsukagoshi, “Development of ultrasonic wireless power
transmission system for implantable electronic devices,” in
Proceedings of the 2nd EuropeanWireless Technology Conference
(EuWIT ’09), pp. 49–52, Rome, Italy, September 2009.
[74] K. Yadav, I. Kymissis, and P. R. Kinget, “A 4.4𝜇 W wake-
up receiver using ultrasound data,” IEEE Journal of Solid-State
Circuits, vol. 48, no. 3, pp. 649–660, 2013.
[75] T. Maleki, N. Cao, S. H. Song, C. Kao, S.-C. Arthur Ko,
and B. Ziaie, “An ultrasonically powered implantable micro-
oxygen generator (IMOG),” IEEE Transactions on Biomedical
Engineering, vol. 58, no. 11, pp. 3104–3111, 2011.
[76] S. Bhuyan, R. Kumar, S. K. Panda, and J. Hu, “Piezoelectric
components wirelessly driven by dipole antenna-like electric
field generator,”Materials Science and Engineering B: Solid-State
Materials for Advanced Technology, vol. 176, no. 14, pp. 1085–
1092, 2011.
[77] P. J. Larson and B. C. Towe, “Miniature ultrasonically powered
wireless nerve cuff stimulator,” in Proceedings of the 5th Interna-
tional IEEE/EMBS Conference on Neural Engineering (NER ’11),
pp. 265–268, IEEE, Cancun, Mexico, April 2011.
[78] A. Sanni, A. Vilches, and C. Toumazou, “Inductive and ultra-
sonic multi-tier interface for low-power, deeply implantable
medical devices,” IEEE Transactions on Biomedical Circuits and
Systems, vol. 6, no. 4, pp. 297–308, 2012.
[79] J. D. Ashdown, K. R. Wilt, T. J. Lawry et al., “A full-duplex
ultrasonic through-wall communication and power delivery
system,” IEEE Transactions on Ultrasonics, Ferroelectrics, and
Frequency Control, vol. 60, no. 3, pp. 587–595, 2013.
[80] T. J. Lawry, G. J. Saulnier, J. D. Ashdown, H. A. Scarton, and A.
Gavens, “Full-duplex ultrasonic through-wall communication
and power delivery system with frequency tracking,” US Patent
Application 14/385,947, 2013.
[81] A. Kural, R. Pullin, K. Holford et al., “Design and charac-
terization of an ultrasonic lamb-wave power delivery system,”
IEEE Transactions on Ultrasonics, Ferroelectrics, and Frequency
Control, vol. 60, no. 6, pp. 1134–1140, 2013.
[82] A. Kural, R. Pullin, C. Featherston, C. Paget, and K. Holford,
“Wireless power transmission using ultrasonic guided waves,”
Journal of Physics: Conference Series, vol. 305, no. 1, Article ID
012088, 2011.
[83] J. Leadbetter, J. A. Brown, and R. B. Adamson, “The design
of ultrasonic lead magnesium niobate-lead titanate (PMN-
PT) composite transducers for power and signal delivery to
implanted hearing aids,” in Proceedings of the Meetings on
Acoustics, Acoustical Society of America, Montreal, Canada,
June 2013.
[84] W. A. Smith and B. A. Auld, “Modeling 1-3 composite piezo-
electrics: thickness-mode oscillations,” IEEE Transactions on
Ultrasonics, Ferroelectrics, and Frequency Control, vol. 38, no. 1,
pp. 40–47, 1991.
[85] S. Q. Lee, W. Youm, and G. Hwang, “Biocompatible wireless
power transferring based on ultrasonic resonance devices,”
Proceedings of Meetings on Acoustics, vol. 19, no. 1, Article ID
030030, 2013.
[86] A. Denisov and E. M. Yeatman, “Micromechanical actuators
driven by ultrasonic power transfer,” Journal of Microelectrome-
chanical Systems, vol. 23, no. 3, pp. 750–759, 2014.
[87] A. Kim, C. R. Powell, and B. Ziaie, “An implantable pressure
sensing system with electromechanical interrogation scheme,”
IEEE Transactions on Biomedical Engineering, vol. 61, no. 7, pp.
2209–2217, 2014.
[88] H. F. Leung, B. J. Willis, and A. P. Hu, “Wireless electric power
transfer based on Acoustic Energy through conductive media,”
in Proceedings of the 9th IEEE Conference on Industrial Elec-
tronics and Applications (ICIEA ’14), pp. 1555–1560, Hangzhou,
China, June 2014.
[89] F. Mazzilli, C. Lafon, and C. Dehollain, “A 10.5 cm ultrasound
link for deep implanted medical devices,” IEEE Transactions on
Biomedical Circuits and Systems, vol. 8, no. 5, pp. 738–750, 2014.
[90] S. Shahab, S. Leadenham, F. Guillot, K. Sabra, and A. Erturk,
“Ultrasound acoustic wave energy transfer and harvesting,” in
Active and Passive Smart Structures and Integrated Systems, vol.
9057 ofProceedings of SPIE, International Society forOptics and
Photonics, San Diego, Calif, USA, March 2014.
[91] S. Q. Lee, W. Youm, G. Hwang, K. S. Moon, and Y. Ozturk,
“Resonant ultrasonic wireless power transmission for bio-
implants,” in Active and Passive Smart Structures and Integrated
International Journal of Antennas and Propagation 13
Systems, vol. 9057 of Proceedings of SPIE, International Society
for Optics and Photonics, March 2014.
[92] D. Shmilovitz, S. Ozeri, C.-C. Wang, and B. Spivak, “Noninva-
sive control of the power transferred to an implanted device
by an ultrasonic transcutaneous energy transfer link,” IEEE
Transactions on Biomedical Engineering, vol. 61, no. 4, pp. 995–
1004, 2014.
[93] T. Feng, N. Lajnef, and S. Chakrabartty, “Design of a CMOS
system-on-chip for passive, near-field ultrasonic energy har-
vesting and back-telemetry,” IEEE Transactions on Very Large
Scale Integration (VLSI) Systems, vol. 24, no. 2, pp. 544–554,
2015.
[94] B. Fang, T. Feng, M. Zhang, and S. Chakrabartty, “Feasibility
of B-mode diagnostic ultrasonic energy transfer and telemetry
to a cm2 sized deep-tissue implant,” in Proceedings of the IEEE
International Symposium on Circuits and Systems (ISCAS ’15),
pp. 782–785, IEEE, Lisbon, Portugal, May 2015.
[95] S. H. Song, A. Kim, and B. Ziaie, “Omnidirectional ultrasonic
powering formillimeter-scale implantable devices,” IEEETrans-
actions on Biomedical Engineering, vol. 62, no. 11, pp. 2717–2723,
2015.
[96] S. Q. Lee, W. Youm, G. Hwang, and K. S. Moon, “Wire-
less power transferring and charging for implantable medical
devices based on ultrasonic resonance,” in Proceedings of the
22nd International Congress on Sound and Vibration, pp. 1–7,
Florence, Italy, July 2015.
[97] H. F. Leung and A. P. Hu, “Theoretical modeling and analysis of
a wireless Ultrasonic Power Transfer system,” in Proceedings of
the 1st IEEE PELS Workshop on Emerging Technologies: Wireless
Power (WoW ’15), pp. 1–6, Daejeon, South Korea, June 2015.
[98] S. Shahab, M. Gray, and A. Erturk, “Ultrasonic power transfer
froma spherical acousticwave source to a free-free piezoelectric
receiver: modeling and experiment,” Journal of Applied Physics,
vol. 117, no. 10, Article ID 104903, 2015.
[99] S. Shahab, M. Gray, and A. Erturk, “An experimentally vali-
dated contactless acoustic energy transfer model with resistive-
reactive electrical loading,” in Proceedings of the Active and
Passive Smart Structures and Integrated Systems, vol. 9431 of
Proceedings of SPIE, San Diego, Calif, USA, April 2015.
[100] J. Charthad,M. J.Weber, T. C. Chang, and A. Arbabian, “Amm-
sized ImplantableMedical Device (IMD) with ultrasonic power
transfer and a hybrid bi-directional data link,” IEEE Journal of
Solid-State Circuits, vol. 50, no. 8, pp. 1741–1753, 2015.
[101] J. Jang, J. Lee, S. Woo et al., “A microelectromechanical system
artificial basilar membrane based on a piezoelectric cantilever
array and its characterization using an animal model,” Scientific
Reports, vol. 5, article 12447, 2015.
[102] P. H. Vihvelin, Design and development of an ultrasonic power
transfer system for active implanted medical devices [Master of
Applied Science], Dalhousie University, Halifax, Canada, 2015.
[103] W. D. O’Brien Jr., “Assessing the risks for modern diagnostic
ultrasound imaging,” Japanese Journal of Applied Physics, vol.
37, part 1, pp. 2781–2788, 1998.
[104] M. A. Hanson, Health Effects of Exposure to Ultrasound and
Infrasound: Report of the Independent Advisory Group on Non-
Ionising Radiation, Health Protection Agency, 2010.
[105] M. R. Awal, M. Jusoh, M. R. Che Beson, T. Sabapathy, M.
R. Kamarudin, and M. R. Basar, “Frequency restrictions for
wireless power transfer of implantable medical devices,” ARPN
Journal of Engineering and Applied Sciences, vol. 10, no. 19, pp.
8707–8714, 2015.
[106] S. B. Barnett, H.-D. Rott, G. R. Ter Haar, M. C. Ziskin, and
K. Maeda, “The sensitivity of biological tissue to ultrasound,”
Ultrasound in Medicine and Biology, vol. 23, no. 6, pp. 805–812,
1997.
[107] A. Sanni and A. Vilches, “Powering low-power implants using
PZT transducer discs operated in the radial mode,” Smart
Materials and Structures, vol. 22, no. 11, Article ID 115005, 2013.
[108] P. Muralt, “PZT thin films for microsensors and actuators:
where do we stand?” IEEE Transactions on Ultrasonics, Ferro-
electrics, and Frequency Control, vol. 47, no. 4, pp. 903–915, 2000.
[109] P.Muralt, “Ferroelectric thin films formicro-sensors and actua-
tors: a review,” Journal ofMicromechanics andMicroengineering,
vol. 10, no. 2, pp. 136–146, 2000.
[110] F. Akasheh, T. Myers, J. D. Fraser, S. Bose, and A. Bandyopad-
hyay, “Development of piezoelectric micromachined ultrasonic
transducers,” Sensors and Actuators, A: Physical, vol. 111, no. 2-3,
pp. 275–287, 2004.
[111] T. R. Nelson, J. B. Fowlkes, J. S. Abramowicz, and C. C.
Church, “Ultrasound biosafety considerations for the practicing
sonographer and sonologist,” Journal of Ultrasound inMedicine,
vol. 28, no. 2, pp. 139–150, 2009.
[112] D. J. Graham, J. A. Neasham, and B. S. Sharif, “Investigation of
methods for data communication and power delivery through
metals,” IEEE Transactions on Industrial Electronics, vol. 58, no.
10, pp. 4972–4980, 2011.
[113] Q. Zhou, S. Lau, D. Wu, and K. Kirk Shung, “Piezoelectric
films for high frequency ultrasonic transducers in biomedical
applications,” Progress in Materials Science, vol. 56, no. 2, pp.
139–174, 2011.
[114] A. Nechibvute, A. Chawanda, and P. Luhanga, “Piezoelectric
energy harvesting devices: an alternative energy source for
wireless sensors,” SmartMaterials Research, vol. 2012, Article ID
853481, 13 pages, 2012.
[115] C.-B. Eom and S. Trolier-McKinstry, “Thin-fi lm piezoelectric
MEMS,”MRS Bulletin, vol. 37, no. 11, pp. 1007–1017, 2012.
[116] M. P. Kazmierkowski andA. J.Moradewicz, “Contactless energy
transfer (CET) systems—a review,” in Proceedings of the 15th
International Power Electronics and Motion Control Conference
(EPE/PEMC ’12), pp. 3-1–3-4, IEEE,Novi Sad, Serbia, September
2012.
[117] K. Bazaka and M. V. Jacob, “Implantable devices: issues and
challenges,” Electronics, vol. 2, no. 1, pp. 1–34, 2012.
[118] M. G. L. Roes, M. A. M. Hendrix, and J. L. Duarte, “The
effect of reflections on the performance of an acoustic energy
transfer system,” in Proceedings of the 4th Annual IEEE Energy
Conversion Congress and Exposition (ECCE ’12), pp. 388–393,
Raleigh, NC, USA, September 2012.
[119] A. Yakovlev, S. Kim, and A. Poon, “Implantable biomedical
devices: wireless powering and communication,” IEEE Commu-
nications Magazine, vol. 50, no. 4, pp. 152–159, 2012.
[120] S. Shahab andA. Erturk, “Contactless ultrasonic energy transfer
for wireless systems: acoustic-piezoelectric structure interac-
tionmodeling andperformance enhancement,” SmartMaterials
and Structures, vol. 23, no. 12, Article ID 125032, 2014.
[121] T. Zaid, S. Saat, Y. Yusop, and N. Jamal, “Contactless energy
transfer using acoustic approach—a review,” in Proceedings of
the 1st International Conference on Computer, Communications,
and Control Technology (I4CT ’14), pp. 376–381, Langkawi,
Malaysia, September 2014.
[122] M. A. Hannan, S. Mutashar, S. A. Samad, and A. Hussain,
“Energy harvesting for the implantable biomedical devices:
14 International Journal of Antennas and Propagation
issues and challenges,” BioMedical Engineering Online, vol. 13,
no. 1, article 79, 2014.
[123] R. Jegadeesan, S. Nag, K. Agarwal, N. V.Thakor, and Y.-X. Guo,
“Enabling wireless powering and telemetry for peripheral nerve
implants,” IEEE Journal of Biomedical and Health Informatics,
vol. 19, no. 3, pp. 958–970, 2015.
[124] D.-X. Yang, Z. Hu, H. Zhao, H.-F. Hu, Y.-Z. Sun, and B.-J. Hou,
“Through-metal-wall power delivery and data transmission for
enclosed sensors: a review,” Sensors, vol. 15, no. 12, pp. 31581–
31605, 2015.
[125] A. B. Amar, A. B. Kouki, and H. Cao, “Power approaches for
implantable medical devices,” Sensors, vol. 15, no. 11, pp. 28889–
28914, 2015.
[126] F. Mazzilli, M. Peisino, R. Mitouassiwou et al., “In-vitro
platform to study ultrasound as source for wireless energy
transfer and communication for implanted medical devices,”
in Proceedings of the Annual International Conference of the
IEEE, Buenos Aires, Engineering in Medicine and Biology Society








































































International Journal of  Antennas and
Propagation
International Journal of
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Navigation and 
 Observation
International Journal of
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014
Distributed
Sensor Networks
International Journal of
